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ABSTRACT 


An  air  tunnel  has  been  designed  that  will  control  air  velocity  passing 
thermohygrometer  temperature/humidity  air  probes  thereby  improving  accuracy  and 
reliability  of  readings.  The  air  tunnel  produces  a  constant  air  velocity 
passing  a  sensing  probe  to  create  stable,  accurate  measurements  in  areas  where 
air  movement  is  classified  as  "low  to  stagnant"  (0-50  m/sec,  0-100  ft/min). 
Measurements  of  temperature  and  relative  humidity  using  a  thermohygrometer  may 
vary  significantly  depending  on  how  data  are  being  collected  (static,  swinging 
or  aii — tunnel  probe).  Static  probe  is  unreliable  because  the  measuring  circuit 
has  an  electrical  current  that  heats  the  sensor  causing  readings  to  be  above 
ambient  in  temperature  and  below  ambient  in  relative  humidity.  Erratic  readings 
produced  by  swinging  the  probe  in  order  to  cancel  the  heating  effects  are 
attributable  to  user  techniques  and  variable  air  velocities.  Responsiveness, 
accuracy,  and  reproducibility  of  measurements  are  consistently  improved  by  using 


the  air  tunnel. 


INTRODUCTION 


An  air  tunnel  has  been  designed  that  will  control  air  velocity  passing 
temperature/humidi ty  air  probes  of  thermohygrometer  instruments  thereby 
improving  accuracy  and  reliability  of  readings.  The  prototype  air  tunnel  was 
designed  and  constructed  using  cast  acrylic  resin  (Fig.  1). 

The  air  tunnel  is  an  upright  cylinder  (Fig.  2)  containing  an  installed 
boxer  fan  (Pamoter  4600X)  located  in  the  lower  section  and  mounted  in  the 
inverted  position  to  direct  a  downward  flow  of  air.  A  supporting  collar, 
designed  to  contain  an  instrument's  temperature/humidity  probe  (Fig.  3).  is 
mounted  in  the  upper  cylinder  section.  Supporting  collars  may  be 
interchangeable  to  accommodate  different  size  probes.  For  this  evaluation,  a 
thermohygrometer  instrument  (Wallac  EP-400)  was  used  although  the  applicability 
extends  to  all  temperature/humidity  measuring  instruments  requiring  constant  air 
movement  for  optimal  performance.  Probe  support  is  located  above  the  fan  so  as 
not  to  be  subjected  to  temperature  increases  produced  by  the  fan  operation. 

Four  holes  (3.8  cm)  bored  into  the  cylinder  base  allows  for  exhaust  air. 
Perpendicular  supports  are  fastened  to  the  cylinder  sides  and  base  for 
stability.  Power  is  supplied  to  the  boxer  fan  from  a  variable  autotransformer 
(Staco  2PF1210)  for  control  of  fan  speed  and  hence  air  movement  through  the 
tunnel.  Air  velocity  is  necessary  to  achieve  optimum  instrument  performance. 
An  anometer  (Davis  MD-62-B-80)  was  used  to  measure  air  velocity  as  prescribed  by 
the  Wallac  operating  manual  for  its  optimum  performance. 


PRINCIPLE  OF  OPERATION 

The  air  tunnel  is  designed  to  produce  a  constant  air  velocity  passing  a 
sensing  probe  to  create  stable,  accurate  measurements.  Rapid  and  accurate 
response  of  sensing  probes  lies  in  the  control  of  air  velocity.  In  still  air, 
insufficient  heat  transfer  results  in  either  failure  of  the  probe  to  achieve 
equilibrium  with  the  ambient  environment  (temperature/humidi ty )  or,  at  best, 
protracted  equilibrium.  Self-heating  of  the  probe's  electronic  element  appears 
to  be  the  cause  of  this  performance  deficiency  by  radiating  an  envelop  of  heat 
away  from  the  sensor. 

The  air  tunnel  provides  the  essential  element  of  constant  air  velocity  to 
enhance  reliability  of  the  temperature/humidity  measurements  in  areas  where  air 
movement  is  classified  as  "low  to  stagnant."  Such  areas  as  environmentally 
controlled  rooms,  air-conditioned  testing  laboratories  and  computer  facilities, 
large  open  bays  or  storage  rooms,  and  office  building  spaces,  have  been 
classified  as  "low-stagnant  air  places"  (1).  Low  air  velocity  could  generally 
be  described  as  the  movement  of  air  which  results  in  human  comfort  with  a 
"comfort  index"  being  0.13-0.25  m/sec  (25-50  ft/min.  fpm) .  Air  velocities  less 
than  0.50  m/sec  (100  fpm)  do  not  cancel  the  effect  of  self-heating  in  the 
temperature  probe.  The  air  tunnel  then,  was  designed  for  use  with 
thermohygrometer/sensors  where  general  air  velocities  are  below  0.50  m/sec. 

PROBLEM  IDENTIFICATION 

In  principle,  thermohygrometer ' s  response  times  to  accurate  readings  of 
temperature  and  relative  humidity  are  directly  proportional  to  air  velocities  up 
to  ?  m/sec,  ab  we  which  readings  will  become  unreliable  without  a  shield  over 


2 


the  probe  (2).  The  temperature  measuring  circuits  have  an  electrical  current 
through  the  sensor  causing  a  self-heating  reading  of  1-2°C  above  ambient. 
According  to  instructions  that  accompany  such  instruments,  the  probe  must  be 
swung  back  and  forth  creating  an  airstream  of  at  least  0.50  m/sec  to  cancel  this 
effect.  In  still  air,  relative  humidity  (RH)  readings  are  also  rendered 
questionable  since  they  are  an  integral  part  of  the  same  temperature-compensated 
electrical  bridge.  A  suitable  air  velocity  range  for  measuring  relative 
humidity  is  0-2  m/sec.  Reaction  time  constants  for  accurate  readings  depend  on 
the  magnitude  of  humidity  change.  The  90$  values  can  be  achieved  within  1-3  min 
for  small  humidity  changes,  3-6  min  for  greater  humidity  changes,  and  6-20  min 
for  great  humidity  changes  in  still  air.  To  speed  up  reaching  the  balance,  the 
air  probe  is  moved  evenly  back  and  forth  until  the  meter  reading  reaches  a 
stable  balance.  Uneven  or  fragmentary  moving  hinders  the  reaching  of  a  balance. 

In  order  to  achieve  efficiency,  accuracy,  and  rapid  response,  the  probe 
must  be  subjected  to  a  constant  air  velocity.  But  is  swinging  the  probe  going 
to  provide  a  steady,  constant  air  flow  for  reliable  readings?  How  rapidly  and 
in  what  manner  must  the  probe  by  swung  to  achieve  an  air  velocity  of  0.5  m/sec? 
What  exactly  is  "uneven  or  fragmentary"  movements  and  how  much  of  an  adverse 
effect  do  they  have  on  reliable  readings?  These  are  specific  questions  that 
impact  on  the  reliability  of  data  when  using  a  thermohygrometer  air  probe  to 
measure  temperature  and  relative  humidity  while  in  a  static  or  swinging  mode. 

EXPERIMENTAL  DESIGN  AND  METHODS 

This  study  was  undertaken  because  it  seemed  likely  that  replacing  the 
variabilities  caused  by  user  techniques  with  a  controlled  air  flow  would 
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significantly  improve  both  the  response  time  and  accuracy  of  thermohygrometer 
readings. 

The  investigative  plan  was  to  evaluate  the  response,  control  and  accuracy 
of  thermohygrometer  temperature  and  relative  humidity  measuring  circuits  using 
static  probe,  swinging  probe,  and  probe  inside  the  air  tunnel.  The 
environmental  test  conditions  were  as  follows: 

Condition  1  -  Comparison  of  temperature  data  from  thermohygrometer 

instrument  against  reference  psychrometer  in  an  ambient  temperature; 

Condition  2  -  Same  as  Condition  1  except  for  initial  exposure  of  probe  to 
■3°:  prior  to  rapid  transfer  (<  3  sec)  and  evaluation  at  ambient  temperature; 

Condition  3  -  Same  as  Condition  1  except  response  to  ambient  humidity, 
rather  than  temperature,  was  evaluated; 

Condition  4  -  Same  a3  Condition  3  except  for  rapid  transfer  of  probe  from 
1001  relative  humidity  to  ambient  humidity. 

All  tests  were  conducted  in  an  environmentally-control led  chamber.  The 
study  objectives  were  to  evaluate  which  method  of  measurement  (static  probe, 
swinging  probe,  aii — tunnel  probe)  produces  the  mo3t  rapid  response,  demonstrates 
optimal  control  (less  erratic  performance,  or  null  point  oscillations),  and 
yields  the  greatest  accuracy  in  terms  of  sensitivity  to  reference  temperatures 
and  humidities.  The  apparatus  used  for  test  measurements  can  be  seen 
schematically  in  Figure  4.  Measurements  using  the  test  thermohygromter  and 
reference  control  motorized  psychrometer  were  recorded  at  1-min  intervals  while 
the  duration  of  data  collected  ranged  form  10-20  min.  During  test  Condition  4 
(1001  RH  to  ambient  humidity),  four  test  subjects  were  used  to  examine 
individual  variabilities  in  swinging  the  probe.  Prior  to  testing,  each 


individual  was  given  the  following  instructions:  "You  have  purchased  an 
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instrument  to  measure  temperature  and  relative  humidity  in  your  laboratory 
experiments;  read  the  instructions  presented  in  the  instruction  manual  very 
carefully,  and  then  proceed  to  collect  data  using  the  air  probe."  Air 
velocities  in  the  air  tunnel  were  controlled  at  1  m/sec  for  temperature  and 
relative  humidity  experiments. 

Reference  temperatures  and  humidities  were  measured  with  a  dry/wet  bulb 
motorized  psychrometer .  Fluctuations  seen  in  the  psychrometer  readings  are  the 
inherent  control  loops  observed  in  the  test  chamber's  environmental  control 
system.  These  oscillations  were  viewed  as  having  a  positive  impact  on  the  data 
collection,  since  it  allows  for  a  comparison  of  the  air  probe  sensitivity  in 
tracking  temperature  and  humidity  to  those  of  the  motorized  psychrometer .  In 
some  of  the  graphs  there  is  a  slight  difference  in  the  readings  between  the 
thermohygrometer  and  motorized  psychrometer  that  could  be  attributed  to  minor 
calibration  drifts.  This  has  no  effect  in  terms  of  the  study  design  of 
evaluating  the  thermohygrometer ' s  response,  stability  and  sensitivity.  Relative 
humidity  values  were  obtained  from  psychrometri c  tables  and  charts  (3),  using 
dry  bulb  psychrometer  readings  at  standard  atmospheric  pressure  (760  Torr). 
Jennings  (1)  states  that  errors  are  introduced  in  computing  psychrometri c 
readings  under  varying  barometric  pressures.  The  error  is  not  serious  for  small 
variations  less  than  an  inch  of  mercury  (1  in  Hg  =  25  Torr).  Since  all  data 
were  recorded  within  those  confines,  it  was  not  necessary  to  calculate  the 
effect  of  ambient  barometric  pressure  on  psychrometer  readings,  but  only  to 
annotate  the  barometric  pressure  during  each  of  the  four  experimental  conditions 
in  which  the  three  testing  procedures  were  employed  (static  probe,  swinging 
probe,  and  air-tunnel  probe). 
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EXPERIMENTAL  RESULTS 


CONDITION  1:  Data  for  this  condition  were  collected  for  only  a  10-min 
period  since  probe  measurements  at  ambient  temperature  do  not  require  lengthy 
reaction  times.  In  Figure  5A,  the  effect  on  the  static  probe  of  the  1-2°C  self¬ 
heating  circuit  can  be  seen.  Note  that  the  thermohygrometer  readings  were 
constant  throughout  the  10-min  period  but  are  consonant  with  the  reference 
psychrometer  readings.  Although  swinging  the  probe  (Figure  5B)  does  show  a 
closer  correlation  to  the  reference  temperature  due  to  air  movement,  its  erratic 
performance  can  be  traced  to  user  technique  and  resultant  variable  air 
velocities.  When  the  probe  is  inserted  into  the  air  tunnel  (Figure  5C)  there  is 
a  more  rapid  response,  and  a  greater  correlation  to  the  reference  line  than  seen 
in  Fig  5B. 

CONDITION  2:  Data  wer<-  collected  for  15  min  to  allow  for  stabilization  of 
readings  following  transfer  of  the  probe  from  a  initial  temperature  of  5°C. 
Figure  6A  illustrates  an  inordinately  long  (>  15  min)  equilibrium  period  in  the 
static  mode.  Figure  6B  indicates  that  a  much  shorter  but  more  erratic  response 
is  obtained  with  the  swinging  probe.  Figure  6C  demonstrates  the  same  rapid 
response  as  in  Figure  6b,  but  temperature  differences  are  less  using  the  aii — 
tunnel  probe  position. 

CONDITION  3:  Data  were  collected  for  10  min  since  reference  control  was 
already  at  ambient  humidity.  Figure  7A  shows  a  large  discrepancy  (approximately 
5%  RH)  between  the  reference  psychrometer  and  thermohygrometer  readings  in  the 
static  probe  position.  This  can  be  attributed  to  the  effects  of  thermal 
expansion  by  the  1-2°C  heating  of  the  air  immediately  surrounding  the  probe 
which  would  cause  readouts  of  relative  humidity  to  be  lower  than  ambient  when 
the  air  is  stagnant.  in  Figure  7B,  the  relative  humidity  gradient  between  the 
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thermohygrometer  and  psychrometer  is  seen  to  alternately  widen  and  narrow  as  a 
result  of  the  erratic  nature  of  the  swinging  probe.  With  use  of  the  air  tunnel, 
the  thermohygrometer  readings  approximate  very  closely  to  those  of  the 
psychrometer  (Figure  7C)  through  the  10-min  period  of  measurement,  demonstrating 
that  optimum  performance  can  be  aligned  when  the  air  probe  is  subjected  to  a 
controlled  air  velocity. 

CONDITION  Figure  8A  shows  a  rapid  response  (less  than  2  min)  of  the 
static  probe  to  the  ambient  conditions.  However,  the  5%  lower  RH  readings  are 
caused  by  thermal  expansion  of  the  air  as  noted  in  Figure  7A.  The  data  noted  in 
Figures  8B,  C,  D,  R  were  collected  from  four  different  individuals  swinging  the 
air  probe.  In  each  case,  the  response  time  was  approximately  twice  as  rapid  as 
the  static  probe  position. 

Although  humidity  measurements  were  invariably  lower  with  the  swinging 
probe,  large  inter-individual  variability  is  apparent  and  reflected  in  the 
erratic  response.  In  Figure  8F  the  air  tunnel  provided  a  constant  air  velocity 
to  produce  a  rapid  response  and  correlation  with  the  reference  psychrometer 
readings. 

SUMMARY  AND  CONCLUSIONS 

Measurements  of  temperature  and  relative  humidity  using  a  thermohygrometer 
may  vary  significantly,  depending  on  how  data  are  being  collected  (static, 
swinging  or  air-tunnel  probe).  This  results  from  an  inability  to  achieve 
accuracy  in  measuring  temperatures  (1-2°C  above  ambient)  and  relative  humidity 
(equivalent  to  5%  below  ambient)  in  the  static  probe  mode,  as  well  as 
difficulties  of  reproducing  readings  while  swinging  the  probe.  The  air  tunnel 
was  designed  and  fabricated  to  test  the  hypothesis  that  measuring  probe  accuracy 


and  reliability  can  be  achieved  by  maintaining  an  optimal  air  velocity.  The 
data  reinforce  the  concept  that  without  a  controlled  air  velocity, 
thermohygrometer  readings  are  likely  to  be  in  error.  The  probe  readings  of 
temperature  and  relative  humidity  in  the  static  probe  are  subject  to  errors 
introduced  by  internal  heating.  The  erratic  readings  produced  by  swinging  the 
probe  are  attributable  to  user  techniques  and  variable  air  velocities. 
Experimental  results  confirm  the  hypothesis  that  responsiveness,  accuracy,  and 
reproducibility  of  a  thermohygrometer  measurements  are  consistently  improved  by 
use  of  the  air  tunnel.  The  applicability  of  the  air  tunnel  extends  beyond  the 
Wallac  Thermohygrometer  tested,  to  all  temperature/humidity  measuring 
instruments  requiring  air  movement  for  proper  performance. 


UPPER  CYLINDER 


Fig.  1.  Exploded  view  of  the  air  tunnel  showing  the  individual 
parts  and  their  proper  relationship  to  the  unit  when 
assembled . 


showing  thermohygrometer  probe  support 


Experimental  set-up  with  item  description  listed; 
A)  Thermohygrometer,  B)  Anemometer,  C)  Air  Tunnel, 
D)  Autotransformer,  E)  Motorized  Psychrometer ,  and 
F)  Digital  Stopwatch. 
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5A.  Comparison  between  temperature  readings  of  psychrometer  and 
thermohygrometer  instruments  for  static  probe  at  an  initial 
ambient  temperature. 


5B.  Comparison  between  temperature  readings  of  psychrometer  and 

thermohygrometer  instruments  for  swinging  probe  at  an  initial 
ambient  temperature. 
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Fig.  5C .  Comparison  between  temperature  readings  of  psychrometer 
and  thermoygrometer  instruments  for  air  tunnel  at  an 
initial  ambient  temperature. 
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Fig.  f>R.  Comparison  between  temperature  road  i up s  oi  ps\a  hronu  ter  and 

thermohygrometer  instruments  tor  swinging  probe  at  an  initial 
temperature  of  -tV’C. 


I 


Time  (Min.) 


Fig.  6C.  Comparison  between  temperature  readings  of  psychrometer 
and  thermohygrometer  instruments  for  air-tunnel  probe  at 
an  initial  temperature  of  +5°C. 
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7A.  Comparison  between  relative  humidity  readings  of  psychrometer 
and  thermohygrometer  instruments  for  static  probe  at  an 
initial  ambient  relative  humidity  pressure  767  Torr . 
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Comparison  between  relative  humidity  readings  of  psychrometer 
and  thermohygrometer  instruments  for  swinging  probe  at  an 
initial  ambient  relative  humidity,  pressure  767  Torr. 
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Fig.  7C.  Comparison  between  relative  humidity  readings  of  psychrometer 
and  thermohygrometer  for  instruments  for  air-tunnel  probe  at 
an  initial  ambient  relative  humidity,  pressure  767  Torr . 
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Fig.  8C. 


Comparison  between  relative  humidity  readings  of  psychrometer 
and  thermohygrometer  instruments  for  swinging  probe  at  an 
initial  relative  humidity  of  100%  by  Subject  // 2,  pressure 
758  Torr. 
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Fig.  8D . 


Comparison  between  relative  humidity  readings  of  psychrometer 
and  thermohygrometer  instruments  for  swinging  probe  at  an 
initial  relative  humidity  of  100%  by  Subject  //3,  pressure 
758  Torr. 
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Fig.  8E.  Comparison  between  relative  humidity  readings  of  psychrometer 
and  thermohygrometer  instruments  for  swinging  probe  at  an 
initial  relative  humidity  of  100%  by  Subject  #4,  pressure 
754  Torr. 
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Fig.  8F. 


Comparison  between  relative  humidity  readings  of  psychrometer 
and  thermohygrometer  instruments  for  air-tunnel  at  an 
initial  relative  humidity  of  100%,  pressure  76b  Torr. 


l»V»j 

«*r 

|i'2 

•3 

•5 


REFERENCES 


Jennings,  B.H.  Environmental  Engineering,  Analysis  and  Practice,  Copyright 


1970.  International  Textbook  Company. 


Holman,  J.P.  Experimental  Methods  for  Engineers,  Copyright  1971,  McGraw- 


Hill,  Inc. 


Zimmerman,  O.T.  and  I.  Lavine.  Psychrometri c  Tables  and  Charts,  Copyright 


1964,  Industrial  Research  Services,  Inc. 


'"V-V-"'"."' 'vVC’J! l-. \  o’ s'f 


DISTRIBUTION  LIST 


2  Copies  to: 

Commander 

US  Army  Medical  Research  and  Development  Command 

SGRD-RMS 

Fort  Detrick 

Frederick,  MD  21701 

12  Copies  to: 

Defense  Technical  Information  Center 
ATTN:  DT1C-DDA 
Alexandria,  VA  22304-6145 

1  Copy  to: 

Commandant 

Academy  of  Health  Sciences,  US  Army 

ATTN:  AHS-COM 

Fort  Sam  Houston,  TX  78234 

1  Copy  to: 

Dir  of  Biol  ac  Med  Sciences  Division 
Office  of  Naval  Research 
800  N.  Quincy  Street 
Arlington,  VA  22217 

1  Copy  to: 

CO,  Naval  Medical  ROcQ  Command 
National  Naval  Vledical  Center 
Bethesda,  MD  20014 

l  Copy  to: 

HQ  AFMSC/SCPA 
Brooks  AFB,  TX  78235 

1  Copy  to: 

Director  of  Defense  Research  and  Engineering 

ATTN:  Assistant  Director  (Environment  and  Life  Sciences! 

Washington,  DC  20301 

1  Copy  to: 

Dean 

School  of  Medicine  Uniformed  Services 
University  of  Health  Sciences 
4301  Jones  Bridge  Road 
Bethesda,  MD  20014 


